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INTENDED USE 
For the direct quantitative determination of low density lipoprotein cholesterol 

(LDL-C) in human serum or plasma on automated analyzer  For in vitro 

diagnostic use only. 

 

SUMMARY AND EXPLANATION OF THE TEST 
Plasma lipoproteins are spherical particles that contain varying amounts of 

cholesterol, triglycerides, phospholipids, and proteins.  The phospholipid, free 
cholesterol and protein constitute the outer surface of the lipoprotein particle, the 

inner core contains mostly esterified cholesterol and triglycerides.  These 

particles serve to solubilize and transport cholesterol and triglycerides in the 
bloodstream. 

The relative proportions of protein and lipid determine the density of these 

plasma lipoproteins and provide a basis for their classification.1  The classes are: 
very low density lipoproteins (VLDL), low density lipoproteins (LDL), and high 

density lipoprotein (HDL).  Numerous clinical studies have shown that the 

different lipoprotein classes have varied effects.2-4 The studies all point to LDL 
cholesterol as the key factor in the pathogenesis of artherosclerosis and coronary 

artery disease (CAD),2-8 while HDL cholesterol has often been observed to have 

a protective effect.  Even within the normal range of total cholesterol 
concentrations, an increase in LDL cholesterol can occur with an associated risk 

for CAD.4 

Over the years a variety of methods have been employed for the determination, 
or estimation, of LDL cholesterol.  The Friedewald equation, in a variety of 

forms, has been most frequently used for the estimation of LDL cholesterol.  

However, its usefulness is limited and its accuracy has been questioned.  
Determination of LDL cholesterol by beta-quantification is recognized as the 

reference method, but the procedure is so cumbersome relatively few 

laboratories use this method.  A recent method using immunoseparation has 
become popular.  However, this method is still requires sample pre-treatment 

prior to cholesterol determination, making it unsuitable for full automation of the 

procedure.  The method presented here offers direct determination of LDL 
cholesterol in a two part, liquid stable reagent that is easily adapted to most 

automated chemistry analyzers. 

 

Principle 
The Direct LDL Cholesterol Reagent is a two-part, liquid stable method for 

directly measuring LDL-C levels in serum or plasma.  The method depends on 

the properties of a unique detergent which eliminates the need for any off-line 
pre-treatment or centrifugation steps.  This detergent (Reagent 1) solubilizes only 

the non-LDL lipoprotein particles.  The cholesterol released is consumed by 

cholesterol esterase and cholesterol oxidase in a non-color forming reaction.  A 
second detergent (Reagent 2) solubilizes the remaining LDL particles and a 

chromogenic coupler allows for color formation.  The enzyme reaction with 

LDL-C in the presence of the coupler produces color that is proportional to the 

amount of LDL cholesterol present in the sample. 
 

REAGENT COMPOSITION 
1. Direct LDL Cholesterol Reagent 1: 

 Buffer 100 mmol/L (pH 7.0), Cholesterol esterase from Pseudomonas, 800 

U/L; Cholesterol oxidase form Nocardia sp, 500 U/L; Peroxidase from 

Horseradish 800 U/L; 4-aminoantipyrine, 1 mmol/L;  Preservative.. 
2. Direct LDL Cholesterol Reagent 2:  

Buffer 100 mmol/L  (pH 7.0),  2: N,N-bis (4-sulfhobutyl)- 

m-Toluidine- disodium (DSBmT) 1.2%;  Preservative. 

 

WARNINGS AND PRECAUTIONS 
1. Reagent is intended for in vitro diagnostic use only. 

2. Do not pipette by mouth 
3. All specimens used in this test should be considered potentially infectious.  

Universal precautions as they apply to your facility should be used for 

handling and disposal of materials during and after testing. 
4. Do not use the reagents beyond the expiration date printed on the kit label. 

 

STORAGE AND STABILITY 
All reagents are stable until the expiration date on the label when stored at 2 to 
8°C. 

 

SPECIMEN COLLECTION AND STORAGE 
Serum, EDTA-treated or heparinized plasma are the recommended specimens.  
Patients are not required to fast prior to blood collection. 

Serum: Collect whole blood by venipuncture and allow to clot.  Centrifuge 

and remove the serum as soon as possible after collection (within 3 
hours).10 

Plasma: Specimens may be collected in EDTA or heparin.  Centrifuge and 

remove the plasma as soon as possible after collection (within 3 
hours).10 

If not analyzed promptly, specimens may be stored at 2-8°C for up to 5 days.  If 

specimens must be stored for more than 5 days, they may be frozen at –80°C. 
 

INTERFERENCES 
All interference studies were conducted according to the procedures 

recommended in NCCLS guideline No. EP7-P for interference testing in clinical 

chemistry.12  Hemoglobin  at levels up to 400 mg/dl, Bilirubin at levels up to 20 
mg/dl and Triglycerides to 1500 mg/dl were found to exhibit negligible 

interference (<5%) on this method.  Samples with levels of interfering substances 

higher than the upper limits should be diluted with physiological saline before 
assaying.  Multiply the result obtained from the manual dilution by the 

appropriate dilution factor.  For a comprehensive review of drug interference on 

serum LDL cholesterol levels see Young et al.13 
 

MATERIALS PROVIDED 
1. Direct LDL Reagent 1 (ready to use). 

2. Direct LDL Reagent 2 is (ready to use). 

 

MATERIALS REQUIRED BUT NOT PROVIDED 
1. Direct HDL/LDL Calibrator (Cat. H514-A).   
2. LDL cholesterol controls. 

3. Automated clinical chemistry analyzer capable of accommodating two-

reagent assays. 

 

MANUAL PROCEDURE 
1. Label test tubes: blank, standard, control, patient, etc. 

2. Pipette 750 µl of Direct LDL Cholesterol Reagent 1 and place in 37ºC 

water bath for 5 minutes. 
3. Add 8 µl of sample to respective tubes and mix well. 

4. Add 250 µl of Direct LDL Cholesterol Reagent 2 and incubate in 37ºC 

water bath for 5 minutes. 
5. Measure difference in absorbance at 700 and600 nm.  

 

AUTOMATED PROCEDURE  
Below is general example of the Direct LDL test procedure for an automated 

analyzer.  All analyzer applications should be validated in accordance with 
NCEP and CLIA recommendations.10 

1. Use 3ul sample with 300ul of Direct LDL Cholesterol Reagent 1 

2. Equilibrate to 37°C for 5 minutes. 

3. Add 100ul of Direct LDL Cholesterol Reagent 2. 

4. Equilibrate to 37°C for 5 minutes. 

5. Measurement (Absorb. Difference between 660nm & 546mn) 
 

LIMITATIONS 
1. Anticoagulants containing citrate should not be used. 

2. Protect the reagents from direct sunlight. 

3. Samples with values greater than 500 mg/dl must be diluted 1:1 with saline 
and re-assayed.  Multiply the result by two. 

 

 

CALIBRATION 
The Direct HDL/LDL Cholesterol Calibrator is required for calibration. 
Calibrate with each bottle change or lot change or if control results are 

found to be out of range.The values of the calibrator were assigned by 

procedures traceable to the National Reference System for Cholesterol 

(NRS/CHOL).  Refer to Direct HDL/LDL Cholesterol Calibrator package insert 



 
for instructions.  If control results are found to be out of range, the procedure 

should be re-calibrated. 

 

QUALITY CONTROL 
Reliability of test results should be routinely monitored with control materials 

that reasonably emulate the performance of patient specimens.10  Quality control 
materials are intended for use only as monitors of accuracy and precision. Any 

HDL/LDL controls would be suitable for use with this assay. The recovery of 

control values within the appropriate range should be the criteria used in 
evaluation of future assay performance.  Controls should be run with every 

working shift in which LDL-C assays are performed.  It is recommended that 

each laboratory establish its own frequency of control determination.  Quality 
control requirements should be determined in conformance with local, state, 

and/or Federal regulations or accreditation requirements. 

 

RESULTS 
Concentration of patient (mg/dl) = 

  Abs.(patient)       X Concentration of standard   (mg/dl) 

  Abs.(Standard)    
Example:   Abs.(patient)=0.32        Abs.(standard)=0.28 

                  Concentration of standard=114 mg/dl 

Concentration of patient (mg/dl)=0.32   x 114   =130.2 mg/dl 

                                                      0.28           

To convert from conventional units to S.I. units, multiply the conventional units 

by 0.02586. 
 

Example: mg/dL x 0.02586 = mmol/L LDL-C 

 

EXPECTED VALUES 
The following NCEP recommendations for patient classifications are suggested 
for the prevention and management of coronary heart disease:8 

 

LDL Cholesterol   Classifications 
<100mg/dl (2.586mmol/L)  Optimal 

100-129mg/dl (2.586-3.34mmol/L) Near Optimal/Above Optimal 

130-159 mg/dl (3.36-4.11mmol/L)                Borderline High Risk 
160-189mg/dl (4.14-4.89mmol/L)                 High Risk 

≥190 mg/dl  (4.91mmol/L)                            Very High Risk 

 
It is highly recommended that each laboratory establish its own range of 

expected values. 

 

PERFORMANCE CHARACTERISTICS 

Assay Range:  5-500 mg/dl 

Accuracy:  Accuracy of the Direct LDL Cholesterol Reagent method was 

verified by comparison to the reference method (AutoLDL Cholesterol )10on 
Hitachi 717. There were 52 serum samples in this study. The results of this study 

as bellow: 

Method Direct LDL(Y) 
Cholesterol 

AutoLDL(X) 
Cholesterol 

N 52 52 

Range (mg/dl) 34.5-270.3 30.5-274.4 

Regression Analysis Y=0.94x+3.39 mg/dl 

 

Correlation Coefficient R=0.987 

 

 

Precision: 
Within-Day precision for the Direct LDL Cholesterol Reagent was determined 
on Hitachi 717 following a modification of NCCLS document EP5-A.17  Within-

Day precision studies produced the following results: 

 

 

Sample Sample 1 
 

Sample 2 

N 25 25 

Mean LDL Cholesterol (mg/dl) 178 33 

Standard Deviation (mg/dl) 3.12 0.6 

Coefficient of Variation (%) 1.7 1.8 

 

Day-to-Day precision was also determined on Hitachi 717 following a 

modification of NCCLS document EP5-A.17 Day-to-Day precision studies 

produced the following results: 

 

 

 

 

Sample Sample 1 Sample 2 

N 25 25 

Mean LDLCholesterol (mg/dl) 174.2 32.7 

Standard Deviation (mg/dl) 5.04 0.9 

Coefficient of Variation (%) 2.8 2.7 

Sensitivity:  The analytical sensitivity for Direct LDL Cholesterol was 

determined by Hitachi 717 as 1 mg/dl of LDL cholesterol. 
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